Difficult embryo transfer managed with a coaxial catheter system.
Our objective was the design of a catheter system that could be used in cases of a failed trial transfer. The system uses semirigid and soft-tipped materials that should allow atraumatic and reliable endometrial placement of embryos in difficult cases.